
Kit Quality Control ReportRPH CENTRAL PHARMA
CNPJ: 19.315.658/0001-10R: Maestro Cardim, 769 - São Paulo/SP

Farm. RT: Priscila Larcher CRF/SP-74.417 From 19/06/2021 To 19/06/2021Date:
Product: Calibration D/T Solution Media Origin TopMiddle % TagQC ByManuf:

PassFailBackground Particle Size/ OK?
DTPA-99mTc

K-20210619-013
19/06/2021 03:26 Acetona 3MM Whatman 665 18

Normal Saline 133MM Whatman 610
95,278WG %RPH

pH (Low/Actual/High)
Límpido/Incolor

3,80 <= <= 7,506,00
Pass0

Lot #
FITATO-99mTc

K-20210619-012
19/06/2021 03:24 Butanona 3MM Whatman 550 8 98,566WG %

pH (Low/Actual/High)
Límpido/Incolor

5,00 <= <= 7,006,00
Pass0

Lot #

MDP-99mTc
K-20210619-008

19/06/2021 03:17 Acetona 3MM Whatman 1598 6
Normal Saline 23MM Whatman 1020

99,43WG %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20210619-009

19/06/2021 03:19 Acetona 3MM Whatman 1813 16
Normal Saline 73MM Whatman 1302

98,59WG %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20210619-010

19/06/2021 03:20 Acetona 3MM Whatman 1768 14
Normal Saline 73MM Whatman 1131

98,599WG %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20210619-011

19/06/2021 03:23 Acetona 3MM Whatman 1686 30
Normal Saline 53MM Whatman 1509

97,921WG %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MIBI-99mTc
K-20210619-001

19/06/2021 02:25 Normal Saline Sílica gel 16803 12
Metanol 233MM Whatman 3202

99,215WG %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

MIBI-99mTc
K-20210619-002

19/06/2021 02:29 Normal Saline Sílica gel 1968 12
Metanol 343MM Whatman 3877

98,525WG %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

MIBI-99mTc
K-20210619-003

19/06/2021 02:30 Normal Saline Sílica gel 2498 8
Metanol 23MM Whatman 2639

99,605WG %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

MIBI-99mTc
K-20210619-004

19/06/2021 02:38 Normal Saline Sílica gel 3681 45
Metanol 183MM Whatman 2539

98,088WG %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

MIBI-99mTc
K-20210619-005

19/06/2021 02:39 Normal Saline Sílica gel 1768 3
Metanol 343MM Whatman 2330

98,392WG %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,006,00

Pass0
Lot #
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Product: Manuf: Calibration D/T Solution Media Origin Middle Top Solution 2 Media 2 Origin 2 Top 2 % Tag QC By Pass Fail
MIBI-99mTc

K-20210619-006
19/06/2021 02:39 Normal Saline Sílica gel 1623 3

Metanol 613MM Whatman 2730
97,63WG %

pH (Low/Actual/High)
Límpido/Incolor

5,00 <= <= 6,006,00
Pass0

Lot #
MIBI-99mTc

K-20210619-007
19/06/2021 03:15 Normal Saline Sílica gel 1707 41

Metanol 333MM Whatman 4003
96,837WG %

pH (Low/Actual/High)
Límpido/Incolor

5,00 <= <= 6,006,00
Pass0

Lot #
Tecnécio-99m

E-20210619-001
19/06/2021 02:22 Butanona 3MM Whatman 67 4794 98,622WG %

pH (Low/Actual/High)
Límpido e Incolor

5,00 <= <= 6,006,00
Pass0

Lot #
Tecnécio-99m

E-20210619-002
19/06/2021 02:33 Butanona 3MM Whatman 14 3331 99,581WG %

pH (Low/Actual/High)
Límpido e Incolor

5,00 <= <= 6,006,00
Pass0

Lot #

Tecnécio-99m
E-20210619-003

19/06/2021 03:11 Butanona 3MM Whatman 26 8245 99,686WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20210619-004

19/06/2021 03:12 Butanona 3MM Whatman 11 1649 99,337WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20210619-005

19/06/2021 04:29 Butanona 3MM Whatman 12 1789 99,334WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20210619-006

19/06/2021 04:29 Butanona 3MM Whatman 36 3865 99,077WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20210619-007

19/06/2021 04:31 Butanona 3MM Whatman 8 1775 99,551WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20210619-008

19/06/2021 04:33 Butanona 3MM Whatman 7 1679 99,585WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20210619-009

19/06/2021 04:34 Butanona 3MM Whatman 9 1406 99,364WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20210619-010

19/06/2021 04:37 Butanona 3MM Whatman 26 2387 98,923WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20210619-011

19/06/2021 04:39 Butanona 3MM Whatman 78 3896 98,037WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #
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Product: Manuf: Calibration D/T Solution Media Origin Middle Top Solution 2 Media 2 Origin 2 Top 2 % Tag QC By Pass Fail
Tecnécio-99m

E-20210619-012
19/06/2021 04:41 Butanona 3MM Whatman 6 1344 99,556WG %

pH (Low/Actual/High)
Límpido e Incolor

5,00 <= <= 6,006,00
Pass0

Lot #
Tecnécio-99m

E-20210619-013
19/06/2021 04:42 Butanona 3MM Whatman 11 2111 99,482WG %

pH (Low/Actual/High)
Límpido e Incolor

5,00 <= <= 6,006,00
Pass0

Lot #
Tecnécio-99m

E-20210619-014
19/06/2021 04:46 Butanona 3MM Whatman 10 1515 99,344WG %

pH (Low/Actual/High)
Límpido e Incolor

5,00 <= <= 6,006,00
Pass0

Lot #
Tecnécio-99m

E-20210619-015
19/06/2021 04:48 Butanona 3MM Whatman 5 1743 99,714WG %

pH (Low/Actual/High)
Límpido e Incolor

5,00 <= <= 6,006,00
Pass0

Lot #

Tecnécio-99m
E-20210619-016

19/06/2021 04:50 Butanona 3MM Whatman 28 1651 98,332WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Page:  3Printed:  21/06/2021 08:07:16


