
Kit Quality Control ReportRPH CENTRAL PHARMA
CNPJ: 19.315.658/0001-10R: Maestro Cardim, 769 - São Paulo/SP

Farm. RT: Priscila Larcher CRF/SP-74.417 From 10/01/2022 To 10/01/2022Date:
Product: Calibration D/T Solution Media Origin TopMiddle % TagQC ByManuf:

PassFailBackground Particle Size/ OK?
DMSA-99mTc

K-20220110-009
10/01/2022 04:05 Butanona 3MM Whatman 452,5 1,9

Normal Saline 16,6Sílica gel 351,6
95,073PM %

pH (Low/Actual/High)
Límpido/Incolor

2,00 <= <= 3,003,00
Pass0

Lot #

DMSA-99mTc
K-20220110-023

10/01/2022 08:01 Butanona 3MM Whatman 132,7 1
Normal Saline 10,2Sílica gel 117,7

91,277GS %
pH (Low/Actual/High)

Límpido/Incolor
2,00 <= <= 3,003,00

Pass0
Lot #

DMSA-99mTc
K-20220110-031

10/01/2022 10:12 Butanona 3MM Whatman 475,4 2,2
Normal Saline 8,2Sílica gel 252

96,388PM %
pH (Low/Actual/High)

Límpido/Incolor
2,00 <= <= 3,003,00

Pass0
Lot #

DMSA-99mTc
K-20220110-033

10/01/2022 10:19 Butanona 3MM Whatman 374,3 2,2
Normal Saline 11Sílica gel 328,9

96,179PM %
pH (Low/Actual/High)

Límpido/Incolor
2,00 <= <= 3,003,00

Pass0
Lot #

DOTATOC-68Ga
K-20220110-030

10/01/2022 09:55 Citrato de Sódio 0,1M Sílica gel 50,5 0,4 99,214PM %
pH (Low/Actual/High)

Límpido e Incolor
4,00 <= <= 8,006,00

Pass0
Lot #

DTPA-99mTc
K-20220110-008

10/01/2022 03:55 Acetona 3MM Whatman 1172 3
Normal Saline 313MM Whatman 956

96,604PM %RPH
pH (Low/Actual/High)

Límpido/Incolor
3,80 <= <= 7,506,00

Pass0
Lot #

DTPA-99mTc
K-20220110-029

10/01/2022 09:41 Acetona 3MM Whatman 766,1 2,1
Normal Saline 31,73MM Whatman 870,6

96,213PM %RPH
pH (Low/Actual/High)

Límpido/Incolor
3,80 <= <= 7,506,00

Pass0
Lot #

FITATO-99mTc
K-20220110-007

10/01/2022 03:44 Butanona 3MM Whatman 738 2 99,73PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 7,007,00

Pass0
Lot #

FITATO-99mTc
K-20220110-024

10/01/2022 08:06 Butanona 3MM Whatman 724 1 99,862MB %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 7,006,00

Pass0
Lot #

MAA-99mTc
K-20220110-013

10/01/2022 04:12 Butanona 3MM Whatman 734,3 5,8 99,216PM %
pH (Low/Actual/High)

Turvo/Incolor 
3,00 <= <= 6,005,00

Pass0
Lot #

MAA-99mTc
K-20220110-025

10/01/2022 08:16 Butanona 3MM Whatman 189,8 1,9 99,009MB %
pH (Low/Actual/High)

Turvo/Incolor 
3,00 <= <= 6,005,00

Pass0
Lot #
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MAA-99mTc
K-20220110-026

10/01/2022 08:18 Butanona 3MM Whatman 168 1,7 98,998MB %
pH (Low/Actual/High)

Turvo/Incolor 
3,00 <= <= 6,005,00

Pass0
Lot #

MAA-99mTc
K-20220110-034

10/01/2022 11:14 Butanona 3MM Whatman 392 2 99,492MB %
pH (Low/Actual/High)

Turvo/Incolor 
3,00 <= <= 6,005,00

Pass0
Lot #

MAA-99mTc
K-20220110-035

10/01/2022 11:16 Butanona 3MM Whatman 353 1 99,718MB %
pH (Low/Actual/High)

Turvo/Incolor 
3,00 <= <= 6,005,00

Pass0
Lot #

MAA-99mTc
K-20220110-036

10/01/2022 11:18 Butanona 3MM Whatman 255 10 96,226MB %
pH (Low/Actual/High)

Turvo/Incolor 
3,00 <= <= 6,005,00

Pass0
Lot #

MDP-99mTc
K-20220110-010

10/01/2022 04:07 Acetona 3MM Whatman 3520 12
Normal Saline 253MM Whatman 2656

98,728PM %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20220110-011

10/01/2022 04:09 Acetona 3MM Whatman 1943 3
Normal Saline 53MM Whatman 1772

99,564PM %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20220110-012

10/01/2022 04:11 Acetona 3MM Whatman 2921 3
Normal Saline 303MM Whatman 3490

99,045PM %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20220110-017

10/01/2022 06:39 Acetona 3MM Whatman 1025 3
Normal Saline 33MM Whatman 1195

99,458MB %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,805,00

Pass0
Lot #

MDP-99mTc
K-20220110-018

10/01/2022 06:40 Acetona 3MM Whatman 1299 2
Normal Saline 113MM Whatman 1163

98,909MB %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,805,00

Pass0
Lot #

MDP-99mTc
K-20220110-022

10/01/2022 08:00 Acetona 3MM Whatman 1190 1
Normal Saline 203MM Whatman 1240

98,329GS %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20220110-027

10/01/2022 08:43 Acetona 3MM Whatman 896 2
Normal Saline 113MM Whatman 865

98,522PM %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20220110-037

10/01/2022 11:33 Acetona 3MM Whatman 1107 5
Normal Saline 253MM Whatman 1384

97,776MB %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,805,00

Pass0
Lot #

MIBI-99mTc
K-20220110-001

10/01/2022 02:39 Normal Saline Sílica gel 2956 64
Metanol 103MM Whatman 3428

97,59PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #
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MIBI-99mTc
K-20220110-002

10/01/2022 02:40 Normal Saline Sílica gel 3299 58
Metanol 493MM Whatman 3284

96,802PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-003

10/01/2022 02:44 Normal Saline Sílica gel 3078 13
Metanol 393MM Whatman 3742

98,548PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-004

10/01/2022 02:45 Normal Saline Sílica gel 1677 21
Metanol 353MM Whatman 1592

96,612PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-005

10/01/2022 03:41 Normal Saline Sílica gel 2766 15
Metanol 393MM Whatman 2719

98,047PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-006

10/01/2022 03:42 Normal Saline Sílica gel 3007 46
Metanol 843MM Whatman 3997

96,435PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-014

10/01/2022 04:18 Normal Saline Sílica gel 1338 15
Metanol 413MM Whatman 1398

96,042PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

MIBI-99mTc
K-20220110-015

10/01/2022 06:36 Normal Saline Sílica gel 1880 36
Metanol 283MM Whatman 1725

96,524MB %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-016

10/01/2022 06:36 Normal Saline Sílica gel 2381 32
Metanol 423MM Whatman 2076

96,691MB %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-019

10/01/2022 06:58 Normal Saline Sílica gel 1858 96
Metanol 193MM Whatman 1518

93,851BB %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-020

10/01/2022 06:59 Normal Saline Sílica gel 1452 25
Metanol 443MM Whatman 1879

96,019MB %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-028

10/01/2022 09:39 Normal Saline Sílica gel 2554 24
Metanol 483MM Whatman 3156

97,571PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-032

10/01/2022 10:18 Normal Saline Sílica gel 2995 10
Metanol 733MM Whatman 3061

97,338PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220110-038

10/01/2022 11:48 Normal Saline Sílica gel 240 3
Metanol 23MM Whatman 273

98,038MB %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #
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PIRO-99mTc
K-20220110-021

10/01/2022 07:36 Butanona 3MM Whatman 590 2
Normal Saline 93MM Whatman 415

97,54GS %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 7,005,00

Pass0
Lot #

PSMA-68Ga
K-20220110-039

10/01/2022 12:53 Acetato de amônio 1M:Metanol Sílica gel 0,2 69,4 99,713YD %
pH (Low/Actual/High)

Límpido e Incolor
4,00 <= <= 8,006,00

Pass0
Lot #

Tecnécio-99m
E-20220110-001

10/01/2022 02:33 Butanona 3MM Whatman 28 1760 98,434PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220110-002

10/01/2022 02:41 Butanona 3MM Whatman 7 264 97,417PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220110-003

10/01/2022 03:37 Butanona 3MM Whatman 20 1034 98,102PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220110-004

10/01/2022 04:03 Butanona 3MM Whatman 6 464 98,723PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220110-005

10/01/2022 06:29 Butanona 3MM Whatman 2 691 99,711MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-006

10/01/2022 06:30 Butanona 3MM Whatman 1 483 99,793MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-007

10/01/2022 06:53 Butanona 3MM Whatman 4 608 99,346MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-008

10/01/2022 06:55 Butanona 3MM Whatman 3 222 98,667MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-009

10/01/2022 07:26 Butanona 3MM Whatman 1 219 99,545MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-010

10/01/2022 09:36 Butanona 3MM Whatman 6 1138 99,476PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220110-011

10/01/2022 09:45 Butanona 3MM Whatman 9,9 747,2 98,692PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #
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Tecnécio-99m
E-20220110-013

10/01/2022 10:08 Butanona 3MM Whatman 55 1405 96,233PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220110-014

10/01/2022 11:04 Butanona 3MM Whatman 9 645 98,624MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-015

10/01/2022 11:20 Butanona 3MM Whatman 17 2883 99,414MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-016

10/01/2022 11:38 Butanona 3MM Whatman 6 1772 99,663MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-017

10/01/2022 12:14 Butanona 3MM Whatman 2 877 99,772MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-018

10/01/2022 12:17 Butanona 3MM Whatman 11 899 98,791MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-019

10/01/2022 12:19 Butanona 3MM Whatman 1 657 99,848MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-020

10/01/2022 12:22 Butanona 3MM Whatman 14 880 98,434MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-021

10/01/2022 12:36 Butanona 3MM Whatman 2 1017 99,804MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-022

10/01/2022 12:41 Butanona 3MM Whatman 1 1022 99,902MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-023

10/01/2022 12:44 Butanona 3MM Whatman 19 1303 98,563MB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220110-025

10/01/2022 15:01 Butanona 3MM Whatman 20 1412 98,603JS %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #
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