
Kit Quality Control ReportRPH CENTRAL PHARMA
CNPJ: 19.315.658/0001-10R: Maestro Cardim, 769 - São Paulo/SP

Farm. RT: Priscila Larcher CRF/SP-74.417 From 12/02/2022 To 12/02/2022Date:
Product: Calibration D/T Solution Media Origin TopMiddle % TagQC ByManuf:

PassFailBackground Particle Size/ OK?
DMSA-99mTc

K-20220212-013
12/02/2022 04:16 Butanona 3MM Whatman 318 2

Normal Saline 11Sílica gel 250
95,16PM %

pH (Low/Actual/High)
Límpido/Incolor

2,00 <= <= 3,003,00
Pass0

Lot #

DTPA-99mTc
K-20220212-009

12/02/2022 03:42 Acetona 3MM Whatman 661 2
Normal Saline 103MM Whatman 611

98,088PM %RPH
pH (Low/Actual/High)

Límpido/Incolor
3,80 <= <= 7,506,00

Pass0
Lot #

FITATO-99mTc
K-20220212-010

12/02/2022 03:45 Butanona 3MM Whatman 572 12 97,945PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 7,007,00

Pass0
Lot #

MAA-99mTc
K-20220212-014

12/02/2022 04:18 Butanona 3MM Whatman 251 9 96,538PM %
pH (Low/Actual/High)

Turvo/Incolor 
3,00 <= <= 6,005,00

Pass0
Lot #

MDP-99mTc
K-20220212-004

12/02/2022 02:38 Acetona 3MM Whatman 1445 15
Normal Saline 223MM Whatman 1120

97,046PM %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20220212-008

12/02/2022 03:40 Acetona 3MM Whatman 1995 2
Normal Saline 253MM Whatman 1825

98,548PM %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MDP-99mTc
K-20220212-012

12/02/2022 03:55 Acetona 3MM Whatman 1615 4
Normal Saline 123MM Whatman 1947

99,14PM %
pH (Low/Actual/High)

Límpido/Incolor
4,00 <= <= 7,806,00

Pass0
Lot #

MIBI-99mTc
K-20220212-001

12/02/2022 02:33 Normal Saline Sílica gel 1965 39
Metanol 33MM Whatman 3235

97,961PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220212-002

12/02/2022 02:34 Normal Saline Sílica gel 2743 41
Metanol 103MM Whatman 2433

98,118PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220212-003

12/02/2022 02:34 Normal Saline Sílica gel 3229 78
Metanol 43MM Whatman 3242

97,518PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220212-005

12/02/2022 02:43 Normal Saline Sílica gel 2248 41
Metanol 253MM Whatman 1942

96,938PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #
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MIBI-99mTc
K-20220212-006

12/02/2022 02:44 Normal Saline Sílica gel 2917 42
Metanol 383MM Whatman 2634

97,158PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220212-007

12/02/2022 03:38 Normal Saline Sílica gel 1958 26
Metanol 293MM Whatman 3556

97,881PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220212-011

12/02/2022 03:53 Normal Saline Sílica gel 2915 69
Metanol 393MM Whatman 3010

96,409PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

MIBI-99mTc
K-20220212-015

12/02/2022 04:48 Normal Saline Sílica gel 3832 87
Metanol 573MM Whatman 4265

96,461PM %
pH (Low/Actual/High)

Límpido/Incolor
5,00 <= <= 6,005,00

Pass0
Lot #

Tecnécio-99m
E-20220212-002

12/02/2022 02:23 Butanona 3MM Whatman 5 1077 99,538PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-001

12/02/2022 02:29 Butanona 3MM Whatman 8 3422 99,767WG %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-003

12/02/2022 02:37 Butanona 3MM Whatman 7 1851 99,623PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-004

12/02/2022 03:35 Butanona 3MM Whatman 24 1754 98,65PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-005

12/02/2022 03:50 Butanona 3MM Whatman 227 6902 96,816PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-006

12/02/2022 04:15 Butanona 3MM Whatman 27 1337 98,021PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-007

12/02/2022 04:19 Butanona 3MM Whatman 18 5644 99,682PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-010

12/02/2022 05:32 Butanona 3MM Whatman 5 1929 99,741PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-008

12/02/2022 05:32 Butanona 3MM Whatman 45 1205 96,40PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #
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Tecnécio-99m
E-20220212-009

12/02/2022 05:35 Butanona 3MM Whatman 22 1708 98,728BB %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-012

12/02/2022 05:37 Butanona 3MM Whatman 20 1698 98,836PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-011

12/02/2022 05:40 Butanona 3MM Whatman 92 2100 95,803PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-013

12/02/2022 05:45 Butanona 3MM Whatman 77 2052 96,383PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-014

12/02/2022 05:50 Butanona 3MM Whatman 25 1305 98,12PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #

Tecnécio-99m
E-20220212-015

12/02/2022 05:51 Butanona 3MM Whatman 46 1546 97,111PM %
pH (Low/Actual/High)

Límpido e Incolor
5,00 <= <= 6,006,00

Pass0
Lot #
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